UNITED STATES DEPARTMENT OF COMMERCE e John T. Connor, Secretary
NATIONAL BUREAU OF STANDARDS & A, V. Astin, Director

i) TECHNICAL NOTE 288

(Reprinted January 1968, with
minor corrections)

Measurement Philosophy
of the Pilot Program
for Mass Calibration

P. E. PONTIUS

Metrology Division
Institute for Basic Standards
National Bureau of Standards

Washington, D.C., 20234

NBS Technical Notes are designed to suppiement the
Bureau’s regular publications program. They provide a
means for making available scientific data that are of
transient or limited interest. Technical Notes may be
fisted or referred to in the open literature.

For sale by the Superintendent of Documents, U.S. Government Printing Office, Washington, D.C., 20402
' Price 30 cents,



FOREWORD

The National Bureau of Standards hopes to make the method
described in this presentation available to various laboratories
which may desire it as rapidly as arrangements can be made to
put it into effect. The cost of operating the service must
necessarily be borne by those laboratories, public or private,
who advantage from its operation. It is clear that this service
will be valuable and economical only where the workload of the
laboratories justifies its use. It is also evident, and this is
one of the good features about the method, that each laboratory
must conform to the prescribed method in a calibratien procedure.

One would expect, if experimental operation of the system in
this field of measurement works out satisfactorily, that it would
be extended to other fields of measurement. We now see how it
could be applied in gage block calibration and it is likely that
the procedure can be extended to other types of calibratiom, such
asg, electrical and temperature calibrations, particularly where
the method of reduction of the data involves & complicated process
which can be more readily carried out in accordance with a well
devised computer program.

This suggests a new approach of the Bureau in fullfilling its
responsibility as the nerve center for our national measurement
system. It would be our hope that we can function better and more
effectively, perform a greater service to the nation's commerce and
industry in this way than serving merely as a routine laboratory to
calibrate various instruments and standards as they are sent in to
us for that purpose. It is our belief that the measuring system
of the country must be as self-sufficlent as possible; we want to
help make it so.

A. G. McNisgh, Chief
Metrology Division
Institute for Basic Standards
National Bureau of Standards
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The Measurement Philosophy of the Pilot Program
for Mass Calibration

Paul E. Pontius

The Pilot Program for mass measurement is the result of a consid-
eration in which the values produced are thought of as the products of
a maso mcasurement process. The collective performance of elements of
the mass measurément process results in establishing the proceas
precision which, under certain conditions, can be described quantita-
tively by pertinent performance parameters., The uncertainty .attached
to the product of the process, the measured value, is computed from
these parameters and reflects the total performance of the process
rather than the immediate measurement which might have produced the
value. Interpretations of uncertainty and surveillance tests are
discussed. The Pilot Program in mass measurement, whereby suitable
procéss performance parameters can be established for precise mass
measurement processes in other facilities, 1g discussed.

Key words: Mass measurement process, process performance parameters,
and uncertainty.

1. Introduction

In order to utilize the capabilities of a particular mass measurement process, it is
necessary to have at least one mass standard of known value to establish the measurement
unit and, equally important, to know quantitatively how well the process performs. The
process produces mass values for a wide wvariety of objects and, im most instances, the
objects and values pase on to others to serve many purposes. The uncertainty associated
with values produced by the process establishes the suitability of these values for the
intended usage, the ampunt of measurement effort necessary to meet the requirements with
confidence, and the basis for agreement when the same measurement must be made with two
different measurement processes. If the uncertainty is to be realistic, 1t must be
formulated from process performance parameters which are established by all the data
generated by the process to date. In addition, it must adequately reflect both the random
varlabilities and systematiec errors associlated with the process.

The activities of the Mass and Volume Section and the Statistical Engineering Labora-
tory have been directed, for the past several years, toward an objective evaluation of the
mass measurement process and toward the establishment of suitable parameters of performance
which can be used to compute realistic estimates of process uncertainty to be associated
with the mass values produced. The success of these efforts provide the basis for the
formulation of a different method for disseminating ‘the mass measurement unit and for
wmaintaining the standards of mass which are directly involved in measurement processes
throughout the country. The resulting program, currently designated the Mass Measurement



Pilot Program incorporates, in each participating facility, the calibration procedures
currently in use at the National Bureau of Standards which provide both a means to recog-
nize and to utilize the maximum capabilities of the mass measurement processes, )

The Mass Measuremwent Pilot Program, at the present stage of development, requires, the
participating facility to either have, or have access ‘to, a palr of kilogram mass standardg
and suitable sensitivity weights which have been recently calibrated by NBS. The calibrg-
tion of duplicates, subdivisions, and multiples of the kilogram .are accomplished by using
the equipment of the facility to make the observations in accordance with the prescribed
procedures, The raw data is transmitted to NBS via teletype or other couvenient means of
communication. The data will be processed using an appropriate computer program. The
monitoring function incorporated in the analysis will test the values obtained for the
performance parameters against the appropriate parameters which represent the performance
of the facility which produced the data., The mass values and appropriate unceftaintie3
for the weights being calibrated are returned to the facility via teletype in a format
suitable for inclusion in a report of calibration. The analysis sheets, which include,
in addition to the statistical eavluation, a listing of supplementary information such ag
the equipment used, the operator, the weighing designs used and also 2 copy of all of the
raw data listed essentially in the order it was taken, are forwarded by mail for evaluation
and use as substantiating documentation. At the present time, the program is in limited
operation at three facilities over a restricted range of nominal mass values. The succesg
of the operation, to date, has been most gratifying.

The programs for data analysis, incorporated im the Pllot Program, strive to provide g
service matched to the unique requirements of the total mass measurement process and to
extract from the resulting data all possible information concerning the process performance,
The procedures are designed to calibrate most ordered sets of mass standards, with few if
any, extra observations over those required by other calibration procedures, and in additfoen,
one obtains the statistical information necessary to assess the performance of the particulae
process that was used. The analysis of the data provides parameters relative to both short
and long term process variability and it 1s possible to compute in advance, and verify the
appropriateness of the uncertainty to be associated with each mass value determined.
Facilities that can demonstrate a continuous ''in control operation through the use of the
Pilot Program are, in essence, extensions of the NBS facilities and, as such, require only
minimal calibration support.

2. The Measurement Process

An understanding of the analysis of the data and the significance of the resulting
process per formance parameters requiras an understanding of the philosophy on which the
Pilot Program is based. Following the principles suggested by Eisenhart (1)*, & mass
measurement process, or system, consists of all the elementa involved in making mags
measurements; the standard, the equipment, the environment, the operator, the procedures
used, the schedule of observations. and finally, the analysis or computations. The inpur
to this process or system is the mass values of certain standards and the uncertainty
assigned to the values relative to some "true" or defined unit and relative to some
prior measurement process. The outputs or products of the process, are the mass values
-asgigned to various objects and the associated uncertainties for these values. The
uncertainty assigned to the resulting values must reflect the performance of both the local
process and uncertainties in the transfer from the national standard. The local process
must be considered adequate 1f the magnitude of the uncertainty is such that the values are
satisfactory for the intended usage.

*Numbers Lin parenthesis refer to similarly numbered references at end of paper.



A characteristic of most precise measurement processes is that repeated measurements
produce series of non-identical numbers. The desired values to represent the property in
question are related to these numbers, -sometimes directly and sometimes indirectly. The
variability of the wvalues obtained can be expressed quantitatively if the process is
reasonably well behaved as evidenced by an analysis of large collectlons of appropriate data,
One cannot assume, however, that vne small serties of repeared measuremencs from & particular
process is truly representative of a very large group of repeated measurements made by the
same process. All measurement systems respond to disturbances from many sources. The
variability of repeated measurements may reflect the persistence of such disturbances in the
form of a clustering of the data into groups or other forms such as trends or sharp discon~
tinuities, each form generally being assoclated with certain types of disturbances.

Much of the development work associated with a measurement process is directed toward
identifying the sources of significant disturbances and minimizing the associated vari-
ability either by modifying the process, by changing the design of the instrument, or by
applying numerical corrections to the data. Since thé largest variability is frequently
associated with characteristic grouping in the collected data, the task of identifying the
source of the disturbance and minimizing the effect is somewhat simplified, Unrelated
events which occur in a more or leis randomized order and which cause disturbances of nearly
the same order of magnitude are much more difficult to identify and correct, Corrective
actions must be chosen with care so that the resulting process remaina compatible with the
intended usage of the result. For example, certain difficulties encountered in mass cali-
bration processes could be minimized if the density of weight material was restricted to one
value or if all calibrations were made in a controlled air density enviromment. Such
actions are not appropriate since they do not reflect the conditions under which the stand-
ards with assigned mass values must be used.

In order that the variability of a particular process be properly estimated, repeated
measurements must be collected over the range of operating comditions and other varilables
i.e., objects under consideration, envirormental changes, seasonal changes, changes in
operators t0 which the process is likely to be subjected. If the process is free from
significant systematic disturbances, at some point in time as the collection grows, the
measurements at hand will suggest a band within which one is falrly certain that the value
from the next measurement will lie.{See figure la). Inasmuch as the results of the
next measurement, when taken, will verify the exlstence of such a band, the remaining task
is to describe the band quantitatively.

Several large sets of values, now in excess of 250 and continually growing, have been
accumulated which are the products of the NBS mass measurement processes, these processes
being nearly identical to many other mass measurement processes throughout the country.

The measurements, extending over a considerable time interval, have produced values for the
mass differences between 2 given pair of mass standards and values for selected mass
standards of different nominal value through the calibration procedures. Studies indicate
that the distribution of values for repeated measurements are essentially symmetric.
Deviations from the normal or Gaussian distribution do not appear to be significant and the
processes appear to be in a state of statistical control at the present time. Thus, the
"best" wvalue or accepted value for the mass difference between two standards or for the
mass of a particular standard as established by calibration is defined accordingly as being
the long term average of a large collection of appropriate repeated measurements.

One cannot normally repeat a particular routine measurement a sufficient number of
times to establish the "accepted value" ag defined. The optimum performance of a measure-
ment process would be the ability to produce mass values, independent of time and location,
which do not differ from "accepted values" as defined above ‘in excess of predictable limits
established by the appropriate performance parameters. Whereas one might normally think of
the resulting value as being accurate within plus or minus the uncertainty, the proper
statement reflects the fact that no statement can be made about a single value. 1t is
either right or wrong d.e., either does or does not differ from the corxrect value by more
thap the stated uncertainty. It is the process to which the uncertainty applies ~ we can
guarantee that a certain fraction of our results are within the uncertainty limits but
cannot say which ones are in or out,



it is necessary to kpow that a particular process is capable of operating in a state
of control, and that, at any given time, its operation remains in a state of control, and
further, that the process performance parameters realistically describe the actual
performance, Having met these conditions a measure of the agreement between the value
computed from a given sub-set of data and the "accepted value" can be determined and is 4
function of the size of the sub-set and the appropriate process performance parameters,
while all processes will not have identical performance parameters, values from sub-getg of
measurements of a given mass difference produced by two different but similar Processes,
both in a state of control, will converge in practice to the same "accepted value" for the
mass difference as the size of the sub-sets increases.

3. Process Precision

Process precision is a measure of the process performance with respect to time., It is
not instrument precision but rather a measure of the agreement between the value obtained
today with the value that would be obtained for the same measurement next week, next month
or next year. To express process preclsion quantitatively requires the process under study.
to be operating continuously in a state of statistical control; in the sense of the
previous section, Realistically, a process in a state of control is never completely free
from the effects of extraneous disturbance. The effect from a disturbance can be identi-
fied by unexpected trends on large "jumps"” (relative to the normal range of data), which
occur in a periodic (non-raudom) pattern. After identifying the source of the disturbance,
corrective action based on theory can reduce the magnitude of the effect only to the point
that it is no longer identifiable in the data. After all such corrections have been made,
the process variability reflects the residue of effects from many small disturbances such
as the response of the instrument to small changes in the local environment, the small
variabilities of the mass of the standards and objects being compared with them whick are
environment dependent, and perhaps a host of other sources in which the effects are small
but random in magnitude and which occur at varying time intexrvals.

Tt must also be emphasized that a quantitative expression for process preclsion withoug
defining the meagsurement procedure is meaningless. The concept requires that all of the
future measurements be made insofar as possible following the procedures used in making the
measurements which form the basis for a prediction statement. One could define, -for
example, the measurement to be the value as determined by a double substitution weighing in
which a particular standaxd is compared with a specific object. A time plot of the values
obtained by repetitions of this procedure would exhibit a certain variability. If, with
all other things equal, one would decide that the value should be the average of three
double substitution weighings, the continued plot of values obtained would show a marked
decrease in the variability exhibited. Given the process precision and the defined process,
one can generally compute the precision to be expected by a change in process definitiom.
Precision statements alone may tend to make a particular measurement process look better
than some other process when in fact it really is not.

Most measurement processes exist to provide a supporting service. Stated In another
way, the resulting measured values are not in themselves the final product. As a con~
sequence, the most common measurement philosophies reflect the practical requirement that a
particular measurement effort need only produce values which are good enough for tha purpose
at hand, The user, primarily interested in making the necessary measurements, as quickly
and as convenlently as possible, relies strongly on others to minimize the wvariabilities of
the process and may as a consequence accept any of a variety of statements concerning in-
strument precision as estimates for process precision. Ingenuity and a substantial invest-
ment in engineering design has provided a varlety of weighing equipment which is easy to
use and which will produce good measurements. This state of affairs often compensates for
errors which may be present in over-simplified descriptioms of measurement ‘processes, It
s inevitable, however, at some time or another, the user will be confronted with either the
need for more precise measurements or the need to verify that the performance is actually
as it has been assumed to be,



Reasonably precise mass measurement processes now 1n existence have many elements in
common. The mass standards used to disseminate the mass measurement unit, and many of the
so-called working sets of standards, are of good quality and capable of remaining reason-
ably constant for periods of years. The instruments used are of good design, well
engineered, and capable of high quality performance. The environments, particularly those
used for mass calibration work, are almost without exception clean and with limited access.
Because of the similarity, it is not unreasonable to expect that, for uniform procedures,
the process precisions from a large number of facilities should be of nearly equal magnitude
comparable to, and perhaps in some cases smaller, than the precision available at the
National Bureau of Standards. The availability of such precision is not generally recog-
aized because the more or less traditional procedures in general usage do not provide
obvious checks on process performance.

Perhaps by far the majority of measurements are made with a technique to be designated
the "direct reading" mode of operation. It is, indeed, convenient to use an instrument
which has been calibrated or adjusted so that a one-to-one correspondence exists between
the observed number and the mass of a particular object. The instrument, however, after
original calibration and/or adjustment, must assume the requirements for long term stability
normally associated with high quality standards. While every measurement made in this
manner has some uncertainty component associlated with the stability of the instrument, the
degree to which satisfactory stability has been achieved is evidenced from the fact that
operation in the "direct reading” mode is adequate for a wide variety of measurement
requirements. If the systematic error or bias associated with the lack of stability of the
instrument must be minimized, in the absence of another instrument which is less sensitive
to disturbances which affect the long term variability, the "direct reading" mode of opera-
tion must beé replaced by more sophisticated procedures.

The short term precision of an instrument is generally so much better than the long
term stability that frequently several orders of magnitude improvement can be achieved by
mereiy»chaﬁging to a comparative mode of operation. By including one or more standards of
known value 1n the uperatlonal procedures, Lhe requirewmeuls vu Lhe Lostrument are changed.
The measurements are, in effect, the difference between the unknown and the standard so that
the instrument response need be reasonably continuous only over the period of time necesgsary
to make the comparisons, and reasonably linear only over the range of differences between
the standard and the unknowné. Two standards are frequently used in the mase measurement
process, one of which has a nominal value sufficiently close to that of the unknown so that
the indications will be on-scale, and a small standard, called a "sensitivity weight" which
is used to establish the correspondence between the instrument indicating scale and the mass
unit, The procedures of the Pilot Program are comparative procedures using either double
substitution or single transposition weighing methods,

4. TPerformance Parameters

The uncertainty associlated with a measured value is in essence a prediction of the band
in which, in tbe absence of real change, one would expect the value from a repeated measure-
ment at some time in the future would most likely fall, As such, the uncertainty must be
formulated from parameters which describe the process performance. Large collections of
data establish that a given process can be made to .operate in a state of control and that
parameters computed from small groups of data are useful for describing the process
performance. The same parameters, computed from small groups of data for other, but similar,
processes are also valid for use in describing the performance of these processes, the
existence of a state of control being verified as the data collections grow. Periodic
recomputation, based on a larger collection of data, increase confidence in the fact that
the parameters do desecribe the real process performance. From the previous discussions, two
parameters are of importance, the short term or within-group variability and the long term
variability.

A major difficulty in the application of statistical methods to the analysis of measure-
ment data 1s that of obtaining suitable collections of data. The problem is more often
assoclated with conscious, or perhaps unconscious, attempts to make a particular process



perform as one would like it to perform rather than accepting the actual performance, For
example, repeated measurements of the difference between A and B can be shown Symbolically
as:

(A-B) =K £ (0, O, 0,5 .. ., 0.)

where K is a factor to transform the observed 01 into mass units. In the usual measureme“t
the "best" value for (A-B) is considered to be the average of all of the observed differ-
ences,; that is:

1) 0,
A {= 1
(4'B) =k \ ~Fr—

The variability of a particular group of data is usually expressed by an estimate of the
standard deviation of an observation 0;

Executed properly, this procedure will produce good values :and a valid estimate. of the
variability. However, there are several sources of difficulty. Some well established pro-
cedures, for example, are open ended with reference to the number of observal:ions which are
taken. As before, the measurement is repeated n times until the values of a group of some
arbitrary size, i, is obtained that lies within some predetermined limit:

Lower Limit < On_ FORNCIRY ‘On-1’ On < Upper Limit

Sometimes the desired grouping is obtained early in the series of observations and at other
times, many consecutive measurements must be made before the required conditions are
satisfied. Rejection of data on the basis of arbitrary performance limits severely dis-
torts the estimate of the real process variability. Such procedures defeat the purpose of
the Pilot Program. Realistic performance parameters require the acceptance of all data
that cannot he rejected for canuse.

It is well known that consecutive repeated measurements should be avoided where:
possible. Even the most experienced operators have difficulty in remaining unbiased in
observing a series of measurements which produce nearly the same indication. More suitable
data is obtained if the consecutive indications occur on different parts of the reading
scale, a condition which can be induced artificially in some measurement procedures. The
Pilot Program procedures specify the use of either double substitution weighings, such as:



A = 0,
B > »02
B+4ap —> .03
A+p > 0,
where
A .
(A-B) = glm, 0,, G, 0,, 0D,

and single transposition weighings such as:

A-B = Q.

B-A >
B+ A=A >
where

(AQB) = h(m, 0,, 0,, 0,), and "m" {8 the mass value assigned to the sensitivity weight 4.

17
Consecutive indications do not normally occur at the same point on the indicating
scale in elther of these weighing methods. Each sequence 18 considered as a unit, that is,
if one observation is rejected for cause, such as a door slam or equipment malfunction, the
entire sequence must be repeated. Operators must be cautioned against using the redundancy

of these methods as a means to pre-judge the data.

Having defined the weighing methods, a simplified notation for the mass difference is
introduced as follows:

(A-B) = 'di

where di is the difference in mass units as computed from a series of observations made in
arvcordatice with the methods sbove. (Note: The details of the computations are omitted for
clarity in this discussion.) To obtain realistic uncertainty values for (A-B) by means of
repeated measurements, the sequence of measurements such as:

(A-B) = £(d,5 dyy -+ ., )

should be made over a significant time interval, and preferably, each measurement should’ be
made under different enmvironmental and procedural conditions. Except in rare instances,
this is not a8 practical procedure and other means must beée used to provide assurance that
the measurements are essentially independent.

The procedures of the Pilot Program provide & means to complete a series of measure~-
ments in a minimum of time while retaining the features necessary to provide realistic
estimates of within-group variability. To illustrate with a simple example, suppose A is a
mass standard of known value M, B and C are unknowns which must be calibrated. With d; the
mass difference, a set of measurements can be made as follows:

A-38 =uil
A -C =d
B -0 =d3

While the first and gecond relations above will provide walueg for B and €, the "best!
values to use are those which best fit all three equations. Such .a fit is obtained Lf the



set of equations 1s solved by the method of least squares, subject to the réstraint, that
‘have the assigned value, M. The "best" values for B and C become:

8

f(M) dl’ de; d.'.!) =M - 1/3(2d1 + d2 - dS)

A . ;
C =g, d,, dy, d,) =M - ]./3_(d1 + 24, + dy)

where functions £ and g are linear combinations of M and dye It is not necessary to con«
tinually resolve for the coefficients, for once knownA the linear equations for B and € are
appropriate for all measurements made according to this design.

A measure of the within-group variability is obtained by looking again at the origing
equations to determine how closely the computed '"best' values a,ct%a_lly satisfy the observa
tion equations. In the previous example, for instance, 1f B and & satisfied the observation
equations exactly, theni

A-B=d1-='n—ﬁ ¢1-.(M-ﬁ)so
A-.C=d25M'-é or dz"-'(M-é)EO
B-Cm=dy=H8-48 4y - G -8 =6

in practice these differences are not zeros because of random errors in the three measuremenes,

a - -8

1

8
A
4 - @ -0 =g,
A
4, - B -8 =3,
where §, are the residuals representing the differences between observed and fitted valuyes,

The estimate of the standard deviation of a comparison expressing the within-group agreement
is computed as follows: (See figure 1b),!

The §'s are also linear functions of the observed differences and can be computed from
the appropriate coefficients for the particular design. 1If a specified procedure is used
routinely m times on a particular Lhstrument and at or near the same nominal load, the long
term estimate of the standard deviation for the within-group variability is:

m n 2
T z 8,
LI =N dm j
e ,
w m(n-p)

1 p, as used here, 1s the number of constants fitted and (n-p) the degrees of freedom from
error. In general, the degrees of freedom are a function of both the design and the number,
n, of measurements made. Before computation the user should become familiar with the
appropriate details of the weighing designs.



The product m {(n-p) is the cumulative degrees of freedom for error where m is the
number of times a particular series has been repeated. Both s and Sw are important process
parameters used in the Pilot Program,

The proper evaluation uf che long terw process performance Lmpliles the exlstence of a
collection of repeated measurements over a long interval of time. Again, except in rare
instances, it is seldom practical to establish a suitable collection of data just by repeat~
ing a measurement such as (A-B) in the previous example. Just as a modification to the
welighing design provided a realistic means to determine a measure of the within-group
variability, a further modification can be made which will allow the collection of suitable
data simultaneously with the routine operation of the measurement process. This is accom-~
plished by introducing an additional "unknown" into each of the groups sent in for
calibration, The same "unknown" is always used in a given procedure so that one obtains
the desired repetitions along with the regular work, If the "unknown'" is nearly identical
t6 the unknowns being calibrated, the properties of the collection of data concerning it can
be ascribed to the other objects in the particular group, The results are the ideal
simulation of the process = it 13 done under real life conditions and no agsumptions of
appropriatenegs are required. This can best be Lllustrated by describing a weighing
design or series which is used in the Pilot Program,

Changing the notation slightly from the previous examples, the weights under considera

thn are desxgnated X,, X,, X, and X, where X, 1s & standard of known value, XE is an
""unknown' or check standard, and where X, and X, are objects which, together with the values
established by the procedure, pass on to others to serve a wide variety of purposes:. The
mass difference, as determined by some prescribed method, is designated d1» d_os s o o ,d,.
Again, for clarity, many of the details will be omitted. The weighing deSign to be des-
cribed requires difference measurements between all combinations of the objects concerned,
thus the observation equations become:

5 -% =d,

This array of equations, in matrix form, becomes

r— —— g i

+1 -1 0 0

+1 0 -1 0

W P M
o o P }

+1 0 o] -1 =
0 41 -1 o 4,
o +1 o af 7 &
| 0 0 +1 -1 de

1
1

and in matrix notation becomes:

1>
"
(=4



where A i1s the design matrix and the relation between Xl and the differences di, in termg
of d 4 become:

- @a” A
at this point, the equations camnot be solved because all of the measurements are difference
measurements thus the matrix is singular. If X 1s a standard of known value M, the value
can be used to provide a restraint, or ground zero, so to speak. Having established such 4
restraint, the equations can be solved to provide the following linear equations for the
values of the other objects:

& £OM, &, . . -54) =N

9(3 g M, di-’ ] -;d_g)
%= om0 4, .. ud)

If X, 1is the "unknown" which has been inserted in the group, and which will be uged
in every such group of weighings, the values N, provides the collection upon which the
estimate of the long term process variability is based. As the collection of values
increase, the accepted value becomes the long term average of all of the yalues at hand,
and the process variability is evident in the deviations of the individual values, from
this accepted value. The measure of this agreement 1s another important performance
parameter included In the Pilot Program. The statistical tests incorporated are based on
the standard deviation of the collection of values 'Ni, computed as follows:

n 2
| A L
A \ - - -
UT - - n e
L no-1

A
It is important that g
standard.

it

T be computed from the total collection of values for the 'check"

The "four one's" series just described is the identical schedule of the intercompar-
isons used at the 1 kg level in the Pilot Program. The restraint condition,
however, is the sum of the values, M and M, fo; the two kilogram standards X and X.
In this case, the solution provides values for all four objects,

2 While _3. 2 1is frequently called the between-group variability, it is really the total
process vatiability, that is

2 2 + 2
=
Gy o, Iy
2
where O = total wariance obtained as above
2 )
o"w = with~in group variance obtained as above
3
Ty = between-group variance

In an ideal measurement process, one would expect that 9. and ¢_ would be very nearly
equal thus oy should accordingly approach zero, This appears td be Fhe case in some mass
meagurement processes which have been studied in detail.

10
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RE @M, M, dyds s -d)
Rg 04, M,d,4d,. . .)
Eh (Mx:"'&’ 45 4y, o 0 ad)
Kq 0, ¥,d,d,.. .04

subject to the condition that the values obtained for the two standards must sum to the
value of the starting restraint. The difference between two computed values for the
standards, generally considered to be a check on the constancy of the standards, or the
computed value for one of the standards provides the same information comcerning the long
term or variability of the process. In other series, a separatée “unmknown' or check
standard is included in each decade for this purpose.

i

i

2 g
un

In matrix notatlon, the residuals take the following form:

where (D - D.) is the difference between the observation for a particular comparison and

the computed difference for the geme comparison as explained before. The solution of this
set of linear equations can be used easily once the coefficients have been established for
a given design. The use of computer programs to solve the arrays of equationg has greatly
facilitated the preparation and evaluation of a wide variety of intercomparison procedures.

The long term estimate of the standard deviation for the within-group variability
and the long term process performance based on the accepted value of the check standards
provide the basls for stating that a particular mass measurement process is operating in
a state of contreol. If, for each data set, the within-group standard deviatisn, & , does
in fact substantiate the correctness of the long term within-group standard deviation, é,
and if the value obtained for the check standard substantiates the accepted value of the
check standard, the process is considered to be operating in a state of comtrol. A
plcture of the total performance of a measurement process can be obtained by plots such as
shown in figure la and 1b.

Plotting the standard deviation against the value of the check standard for each run
such that each point represents the value obtained for the check standard, as indicated by
its position with reference to the horizontal scale and the standard deviation of the data
group that produced that value, as indicated by 1its position with reference to the vertical
scale, one obtains a figure such as shown in figure 2. It is immediately obvious that the
internal agreement of a given set of data as reflected by the standard deviation, is not in
1itself enpugh to describe the performance of the process. The values obtained for the check
standard agree with the accepted value for both large and small standard deviations. The
scatter of the points, which should be circular or elliptical in the ideal situation,
suggest control limits which form a rectangle which will encompass most of the data points,
Similar evidence could be produced for measurement processes in most facilities 1f their
results are free from significant systematic digsturbances.

Because of the similarity of these processes amongst themselves and with the NBS,
it 1s not unreasonable to expect that plots such as that In figure 2 are characteristic
of each mass measurement process, the only variable being the range of the values on each
plot, Faecilities which use procedures similar to those which have been discussed can
collect data concerning the performance of thelr respective processes as they perform
certain routine measurements, such as the calibration of .certain types of standard. Useful
estimates of the process performance parameters can be established with relatively few
measurements. In the absence of major difficulties, and if the process is allowed to
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establish its own limits, only minor adjustments to the initial estimates would be expected
as the collection of data increases. The Pilot Program analysis provides the ne'c._ess'a';-y o
information to update the estimate of the standard deviation for the within-group varia-
bility, the values for the check standards, and to establish the agreement of the valuég
obtained in a particular data set with the long term estimates of the parametera for the
process.

5. Uncertainty Computation

The uncertainty statements attached to the values produced by the mass measurement
processes .are objective measures of the consistency of the total mass measurement system,
In the absence of an independently reproducible standard mass unit, the uncertainty of
measurement at any gilven location is .g'lep_endent_u‘pon certain prior measurement, many of which
were performed in other facilities. Problems in the formulatiom of realistic uncertainty
statements are those associated with the propagation of error, as measured items pass from
one facility to another. It 18 important therefore to state the manner in which the
uncertainties are carried forward. Propagation of error rules take many forms, some of
which are substantially subjective, and some of which are objective. To the extent that
simple subjective rules adequately and economically serve the intended purpose, there can
be no serious argument; however, it must be emphasized that the decision to use these
rules 18 based on factors other than an objective evaluation of the process. Serious
efforts to achieve measurement agreement must be based on realistic uncertainty statements

The ‘uncertainty associated with a mass value produced by a given measurement procesg
consists of two components, one of which is a function of the random errors and the
presence or absence of systematic errors in the local measurement process, and one of which
is a function of the uncertainty of the measurement processes which have gone before, such
as those used to provide the value for the starting standards for the local process. In
elementary form, the uncertainty of value X are often expressed as:

Uncertainty of X = Uncertainty of B+ Uncertainty of B, + .....

where P, is the contribution of the local process and B, to P_ the contribution of previous
a_ppr_oprliate measurements8. -Such a combination is frequently used to make rough estimates
as to the maximm expected limits of inaccuracy. For example, a precision estimate from
an equipment catalog, expressed as a percentage of load, might be used as the uncertainty
P1 . The adjustment tolerance of a particular class of weights, expressed as a percentage
deviation from nominal value, might be used for the uncertainty E,. If the combination
produces an uncertainty for X& sufficiently small when compared to the requirement for the
task at hand, the measurement process would recelve no further attention. There are
several fundamental problems associated with this approach. The *not-to-exceed” philoso-
phy seldom permits the utilization of the process to its maximum capabilities. The
confidence may have a false basis, for example, the precision obtainable in comparing
weights 18 not directly applicable to other weighing problems. Other problems develop
becauge most equipment is sufficilently precise to see effects which are ignored, in such
an analysis.

The contribution to the uncertainty of the final value produced by one measurement
process can be, in a series as shown above, expressed, for the moment, as:

Uncertainty of X = £(5) + XKE

where ¢ 18 an appropriate measure of the randomness of the process, KE is a measure of

the systematic error introduced in the process, and the function £ is not as yet specified.
All uncertainty discussions relate to the form of the function, and how one might combine
the performance parameters of several measurement processes. The formulation of realistic
uncertainty statements presumes the performance of the measuring systems involved is
reasonably well behaved. The particular processes must be operating in a state of
statistical control and numerical parameters must be avallable which describe the
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variability., The uncertainty statement is & measure of the demonstrable consistency
of the total measurement system and insofar as the basie¢ concepts of the measurement
are absolute, uncertainty is a quantitative statement of imaccuracy.

The variabilicy exhibited in a collecrion of data and the associated standard
deviation are functions of the process definition. For example, a collection of data
involving the same object and the same imstrumentation treated in several different ways,
is shown in figure 3. It is immediately apparent that the variability and thus the stand-
ard deviation associated with each treatment is markedly different even though the total
measurement effort is the same. The uncertainty of the value established for X relative
to 8 relates the correctness of the long term average of the respective total collection
of data while the precision of each treatment refers just to the variability of the
collection of data about their central values. The uncertainty of the average -in each
case should be the same so the function f{s) must Include provisions to reflect the differ-
ences between the warious defined measurement procedures.

One element in common with all measurement procedures ig the method by which the
intercomparisons are made. Thus a particular weighing method or methods must be sgpecified
in all appropriate procedures. The Pilot Program specifies either a double substitution
welghing or a transposition weighing depending upon the equipment used, Other weighing
methods can be evaluated with reference to the defined method. For example, the double
substitution method 1s, in essence, the average of two comparisons thus one would expect
the variability of the method would be somewhat less than that for a single comparison
such as in a single substitution weighing. This is clearly shown in figure 3a and 3b.

It should be pointed out however, that the variability of the single substitution method
is somewhat in excess of that which would be expected on the basis of statistical compar-
isons alone because the double substitution method tends to minimize certain extraneous
effects which have an influence on the variability,

While the variability of the defined process 1s frequently referred to as the
gstandard deviation of a single measurement, one does not normally make repeated measure-
ments according to the prescribed procedure to establish the magnitude of the standard
deviation, Rather, the collection of measurement 18 obtained through the choice of an
appropriate weighing design, as shown in figure 3c. While all of the intercomparisons
indfcated in the schedule are made by double substitution weighing, the values for the
objects in question are those which provide the "best" solution for all of the inter-
comparisons, as described before. The data shown in figure 3c are the values determined
for one of the 'unknowns”, say ¥ . The reduction in variability associated with the
design is, in essence, the same as one would expect 1if measurement has been defined to be
the value which would be obtained from the average of several double gubstitution weigh-
ings. The design of measurement schedules should incorporate a valid estimate of precision
and a check on the long term variability of the process. This latter can be achieved by
addition of a check standard. The selection of a design should accomplish these purposes
with a minimum amount of effort.

Having defined the weighing method, the weighing design, and baving used a particular
set of equipment, each measurement produces ome data point such as shown in figure 3c: 1If
the process is sufficiently stable, the average of a collection of such data points ﬁill
tend to & limiting mean value which represents the mass difference between the standard of
known value, S, and a particular unknowm, X, s+ The function f(o) must then include a factor
to reflect the agreement of the average of & group of n independent measurements., As the
group slze increases, the long term average would be called the accepted value.

The fumction of £(¢) appropriate to the task of determining the ‘uncertainty to be
assoclated with an echelon in the chain can now be expressed as: '

—
f (o) = 3°T =3 [d o, + op
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where
d is a factor determined by the weighing design used
g 1s a within-group estimate of the standard deviation ?
W
g, 18 the estimate of the standard deviation between groups which at the present
state of evaluation appears to be practically zero in the normal calibration

processes, If, for some unexplained reason, the long term variability exhibitg
unclear evidence of grouping, Og may be the largest term under the radical sign

If the reported result is the average of mn repeated independent runs with the
defined measurement procedure, then of course

Having established an expression for the random component of uncertainty associated
with a process, P, the mamner in which the uncertainty can be established for a value
assigned to some object by means of a series of measurements can be considered in more
detail. Suppose, for a typlcal example, the value for kilogram K, is the product of the
chain of events shown in figure 4, The first group of weighings, 0, to O, conaista of
intercomparisons between Ko, K4 and the national reference standar’& and
0, through 0,, are intercomparisons between the mational reference standard and K and Kb
the latter perhaps being the starting standards as required in the Pilot Program,

0,, to 0,5 is a "three-one's" series which is used to establigh the value for K ; and
finally, Q¢ to O ), g are three independent comparisons between K and K, to estaﬁlish the
value for Kd. By replacing the plus and minus signs in the schedule og comparisons with
1 and ~1, and zeros elsewhere, the design matrix mentioned earlier is obtained. This
matrix can be solved subject to the restraint that K,, have a fixed value, the solution
providing the wvalues for all of the other weights.

In practice, such an array is seldom considered as a unit. Separating such an array
into groups or serles (See figure 5) such as 0, to Og; 0 ta 0,35 O, to ()15 3 and
¢) he tO 0,, » does not affect the result. The value or values obtained in one series isg
carried orward as a restralnt for the solutdion of the next series. The value obtained for
K, 1s a4 linear function of the starting value assigned to Ko and the values obtained in
each series. Since the systematic error associated with the value of K, 1s zero, and
assuming all processes to be in a state of control with negligible between-group variability
and negligible introduction of systematic error, the uncertainty of Ky is essentially due
to random errors only and can be expressed as:

2 3 2 2 ¢ 2 2 2 a
d o + 4 g + d o + 4 g
T 2 T, LIRS A + Cw,
Uncextainty Kd = 3 —
n o % Ty

assuming double substitution weighings are used in all comparisons. m 1s one in all
except the last geries which has three repeated independent measurements s0 that m = 3. The
coefficient d has a value other than one in all except the last series.

Thus:

o. 1s the long term within standard deviation for a particular defined weighing method
e.g., double substitution. Now suppose we change our weighing method to that of
double transposition, then, we tould compute its standard deviation from o,
obtained for the double substitution method by a sultable multiplier, 1/2 i chis
case.

14



Uncertainty Kd =3 /17y

The hypothetic chain of events in figure 4 and 5 imply that all mass measurements must
start with Kos 2 procedure which at the present time is neither practical or desirable. In
order to keep Ko out of the chaln, it is mecessary to assign a fixed value at some inter-
mediate point in the chain, This 1s the situation in regard to the national reference
standard kilograms, and may also be the situation at other points in the chain, To
illustrate, the first series (See figure 5) of the hypothetic situation of flgure 4 will be
used to establigh fixed values for Kg, and Rg, the national reference standards. These
values are used repeatedly as restraints, thus the uncertainty resulting from x
calibration introduces adjustment errors in all calibrations with reference to the national
reference standards. This systematic error is a factor to be consildered in all mass
measurements.

If the Indicated first series 1is done once, with great care, the value obtained is like
the first value in figure 3¢ and, under the previous assumptions, the uncertainty could be

stated ag:
™ 5
Uncertainty Kg = 3_, 4 o,
> A

A recalibration at a later date might produce the second point. One must now make a choice
between the two values. If the points were as shown in figure 3¢, all things being equal,
it would probably be wise to retain the original value on the basis that, with reference to
its higher precision, no change is indicated. If the points were of equal precision then
the average of the two would be recommended. TIf only one value is to be retained, cither
one will do, no reduction in the overall uncertainty being achieved by using the new value
or alternatively in retaining the old. As the collection of data points increases, the
sitvation changes, If the process is stable, the average of the group is a better estimate
of the limiting mean than any single point. The uncertainty of the average is expressed as:

2

2
d g
Uncertaintyxgl = 3 .. S

The uncertainty of the values of the mnaticnal reference standards which in turn becomes a
source for systematic error in other measurements, is computed in this manner. The uncer-
tainty of the starting standards used in the Pilot Program is alsc computed in this manner
on the basis of at least two calibrations rather close in time and one calibration perhaps
a month or two later.

Kilogram standards alone are net very practieal. Therefore eavery calibration labora-
tory must consider the problem of establishing value for sets of standards which are
multiples or subdivisions of the kilogram. While there are several approaches to this
problem, the procedures of the Pilot Program are the same as those used in the National
Bureau of Standards calibration program. These procedures, generally credited to Hayford(2)
and Benoit (3) have been recently modified by Cameron and Raybold (4) to provide a means
to establish the values for ordered sets of standards relative o two selected starting
standards with known values, The factors considered essential to any calibration process;
a means to monitor the starting standards and the process, and sufficient redundancy to
allow the computation of within-group standard deviations, are incorporated. In essence,
the fitrst or starting serles of weighings include, in addition to the starting standards, a
group or summation of weights, treated as a unit. The value for the summation established
in the first series is used as the restraint for the second series in which the objects of
the summation are considered individually. A typical proredure ig shown in figure 6.
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Before proceeding to the calibration of subdivisions and multiples of the kilogram;
the uncertainty statement can be generalized in the following manner (ignoring the possi-
bility of between-run variability):

2 2 a2 a
= ¢ oy ke 4y oy
Uncertainty X) = 3 .+ ii i 1 + KE
n l'li.

where

d, ¢ o) s are associated with the local measurement, or the last series used to
obtain th8 desired values.

‘di’ cwi, n, (1=1 to m) are the series which stand between the local measurement or

series and the series in which fixed starting values provide the restraint,

k, 18 the ratlo of the nomimal value of the restraluts produced by each of the previoys
series”. '

X is the ratio of the nominal value of the weight or object in question to the nominal
wvalue of the weight or object which is assumed to have a fixed walue (that which ig used
for starting restraint).

E 18 the uncertainty of the starting restraint.

In the case of a chain of measurement at the kilogram level, such as the previous
examples, k, =%, =Xk =1 and E = 0, thus the expression reduces immediately to that
previously given.

Again, the array is separated into several series, for example, 0 to 0y, 0, to 0,5,
and 0,5 to 0, . The series are related by includingin a given series weights WT\ich are
in both the previous series and the following series, In the first series, 0 to 0y, for
example, the 500g, 300g and 200g are always nsed together so that the value produced by
this series is the value for the summation. In the following series, each of these weights
is treated individually, subject to the restraint that the summation have the value
produced by the preceding series. While the example stops at 10g, closing off with an
extra 10g weight designated C, this could be replaced by a 10g summation, continuing on
as appropriate,

The uncertainty computation can be iilustrated by considering the uncertainty to
attach to the value produced for the 10g weight. With the agsumption as before, there are
three series to consider, the local series which produced the value, 0 4, to Q,,, and the
two previous series which introduced restraints. The uncertainty statement becomes:

3 2 2 2 - 3 2 2
d g, + k¥ 4 o + d, o,
Uncertainty 10g = 3 ¥ 54 " B4 2 v ORE

‘where is the ratio of 10g to the summation 100g restraint from the second series or
0.1, an ke the ratio of 10g to the summation 1 000g from the first series or 0.01. The
values for d are obtained from the design analysis for the neminal values in question.
The restraint is the sum of the assumed values for Kg and Kg, so that E becomes the sum
of the associated uncertainties (l:':1 EP) and K is the ratio of 10g to 2 000g. It is
tfairly obvious that in *“working down'' from the kilogram, the third term under the radical
sign can usually be neglected so that the uncertainty reduces to:

2 2 2 a X
Uncertatnty 105 = 3 [ & o + 00L& o+ 0.005 (& +5)
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Similar procedures are used to calibrate weights which are multiples of the kilogram,
a typical procedure being outlined in figure 7. Again, the array ie divided into series,
0, to 0,, being the series which includes the starting kilograms, and 0, to 0,, being the
series -which includes the largest weights of the example set. Using the generalized
uncertainty formulation, the uncertainty for the 20kg weight of the set would be computed
as follows: The random contribution of the local series 0, to 0,5, is straight forward,
subject to the restraint that the summation 10kg have the value of the sums of the
individual values obtained in the previous series. The random contribution from the
restraint must be evaluated with care. In the previous examples, the summation used as
a restraint was first treated as a single weight, then treated as individual weights in
the following series. 'Working up" from the kilogram level the procedure is reversed. The
starting series, 0, to 0,,, provides individual values for the 2kg, the 3kg, and the 5 ke
weights of the set. The uncertainty of the summation is not only based on the sum of the
individual variances, but also must include a covariance term because all values were
determined in the szme series.

The uncertainty for the value assigned to the 20kg weight can be written as:

| P P " " e i . "
Uncertainty 20kg = ,BJ d a, +_’i& l_'d2 +-ds + d5 + 2((13’! + dﬁﬁ + d3 ,5)] UW:. + KE

As before, k 1s the ratioc of the nominal value of the weight in question to the nominal
value of the restraint, or 2, and K 18 the ratio of the nominal value of the weight in

question to the nominal value of the atarting restraint, or 10. The uncertainty statement
then becomes:

' P ) ‘ 2
Uncertainty 20kg=3/d o, * 4 [ ] GVL + 10 (B +E)

where the value between the square bracket depends on the design, It should be noted
that the contributlon of the local measurement to the total uncertainty series is
significantly different in "working wp" from "working down". In the former instance,
the contribution from prior series may often be significantly larger than that from the
local series, while in the latter case, the revérse is true.
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6. Interpretation .of the Uncertainty

Perhaps the best known mass standards, relative to the national reference standardsg,
are the various check standards used in the National Bureau of Standards mass calibration
processes. The accepted values for the check standards are the averages of more than 109
independent calibrations. It is obviously not practical to accumulate such a vast amount
of data for every mass standard to be calibrated, however, the characteristics of such &
procedure can be simulated by any check standard. There is nothing magic about the choice
of a check standard; in fact, to properly reflect the process performance it should be
similar in all respects to most of the weights which are being calibrated routinely. it
then follows that if a similar standard is removed from any given set and inserted in place
of the check standard, in time, one would accumulate a set of data which would have esseneq.
ally the same characteristics as the set of data from the NBS check standard and from which
an appropriate long term average value could be computed.

The value determined for a particular object as a result of a normal calibration is
like one chosen at random from the collection of values determined for the check standard,
It then follows that such a single value will rarely deviate from the as yet undetermined
accepted, or long term average, value for the sawe object lu excess of the uucertainty for
that value as determined from the collection of data from the check standard. From this
viewpoint, the accepted or "true"” value for the object at hand will lie within the band
established by the .computed value plus or minus the uncertainty, say, at least 99 times oyt
of 100, Thie i¢ true, not only for the National Bureau of Standarde mase calibration
processes but for other processes which are in a state of control and from which the uncer-
tainty has been computed generally in accordance with the previous discussions. It then
follows that the comparison of the results of measurements on a particular object made by
di fferent processes must be judged in terms of overlapping uncertainty bands as applied to
the appropriate computed values and not by the lack of agreement of the computed values
alone.

One might argue that a pessimistic estimate of uncertainty will always provide over=
lapping uncertainty bands. While the use of excessive uncertainty limits in lieu of
correcting sources of error occurs frequently, one cammot argue with such a philosophy as
long as the claimed uncertainty is adequate for the measurement requirements which are to
be satisfied and as long as it can be demonstrated that the actual process performance is
within the claimed uncertainty. More stringent measurement requirements will eventually
force more realistic process evaluations and the acceptance of realistic uncertainties. If,
on the other hand, the results of measurements on the same objects from any two facilities
do not produce, as a minimum, overlapping uncertainty bands, it is a clear indication of
either the optimistic assignment of uncertainty by one or both facilities or the existence
of a significant uncorrected systematic error in one or both measurement processes. The
procedures of the Pilot Program test the above premise in the followlng way.

After the initial calibration of suitable starting standards, and after the partici-
pating facility has assured itself that all of the necessary equipment is in proper working
order, the participating facility performs three separate independent calibrations of a
selected set of weights in accordance with the prescribed procedures. Each data set is
computed and analyzed by NBS to establish an estimate of the appropriate process perform-
ance parameters and values for the test set. A report of calibration which states the
average value of the three values obtained for each object in the test set, and the appro-
priate uncertainty of the average is forwarded to the participating facility.

The test set and the starting standards are then returned to the Natiomal Bureau of
Standards for re-calibration with reference to the national reference standards. The
values obtained for the starting standards are combined with those of previous callbrations
to provide a better estimate of the appropriate values and uncertainties. The test is
considered satisfactory if the uncertainty bands associated with the National Bureau ot
Standards measurement processes, centered on the values obtained by this process, overlap
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the uncertainty bands obtained by the participating facility centered on the values ob-
tained by their measurement process.? The results obtained in some of these tests are
shown in figures 8 and 9.

The initial estimates of the appropriate values for the process performance parameters,
being based on three calibrations or approximately twelve to fifteen degrees of freedom for
error, may require some adjustment after additional performance data becomes available.

This data is provided for the participating facility by the use of the Pilot Program
procedures in performing normal measurement tasks such as the .calibration or recalibration
of apprapriate mass standards for their ovm use or for usc by others. 1If the process is
stable, perhaps, after approxlmately twenty independent sets of data have been accumulated,
no further significant changes in the process performance parameters would be expected.
Additional data sets provide the assurance that the process remains im a state of conmtrol
and allow updating the parameter on a yearly or some other periodic basis.

The magnitude of realistic uncertainty estimates provide a measure of the degree of
consistency obtainable in the total mass measurement system. It is unfortunate that far
too much emphasis is placed on the magnitude of the uncertainty to be associated with a
measured value rather than on the uncertainty relative to the manner in which the calibrated
objects .are to be used. The magnitude of an uncertainty is a function of the manmer in
which the measurement process is defined. Procedures, such as those of the Pilot Program
provide tealistic uncertainty estimates for .a reasonable measurement effort, the magnltud;
of which can be reduced by increasing the measurement effort, or increased by using
simplified procedures. While it is necessary to establish some point of departure, the
"best" measurement processes are not necessarily the ones with the smallest uncertainties
bqt rather those which meet the particular measurement requirements with a minimum df
effort. Fundamental to the task of matching the measurement effort to meef realistic
requirements is confidence in the performance of the local measurement process, such as

provided by the control chart techniques of the Pilot Program, and an understanding of the
manner in which the uncertainty statement is formulated. All measurements based .on

s;andards for which the assigned values are assumed to be fixed have uncertainty statements
of the form:

Uncertainty = f£{o) + Systematic Error

where f(g) refers to the local measurement process, and the systematic error term is the
cumulative effeet of all of the measurements which have gone before to establish the assumed
value of the standard. -The relative magnitude of the two componerts is of interest.

Assuming for the moment that f£{(g) is satisfactory for the job at hand, one must consider
the magnitude of f(g) relative to the systematic error. Consider, for example, the problem
of establishing the value for a 20g weight relative to a 20g standard which has an assigned
value and an attached uncertainty. As has been stated earlier, the uncertainty band assoc-
fated with the value would encompass, in the absence of change, almost all of the values which
would have been obtalned 1f the calibration process had been repeated a great many times, I1f
f(g) for the local measurement, such as in figure 3a, is large in comparison to the uncert-
ainty obtained by a process, such as in figure 3c, the contribution of the systematic error
to the total umcertainty is insignificant. With regard to possible changes in the stand-
ards, perhaps fiom wear ur damage, only those of sufficient magnitude to effect the local
process uncertainty are of interest, While periodic recalibration could easily detect
changes on the order of the magnitude of the reported uncertainty, such changes would still
be insignificant with reference to the manner in which the standards are used. On the other
hand, the use of a different procedure, such as shown in figure 3c, all other things being
equal, will frequently provide sufficient precision to monitor standards for possible
changes which might be significant relative to the routine measurement process.

It may well be that £(g) for the local process is of the same order of magnitude, or
perhaps smaller, than the reported uncertainty for the value established by another labora-
tory, for example, a calibration laboratory. In this instance, there is little to be gained
4 The degree of overlap required for an exact statistical test depends on allowance for

systematic error, the process parameters, €rc.
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by routine recalibration in the same manner as was used to establish the original value,

The task at hand becomes that of reducing the magnitude of the systematic error ass°¢fafed
with the value for the standard at hand. This requires the minimization of the contributio,
of prior measurement processes which use fixed values for starting standards as restraintg
This includes, in the case of the 20g standards, the original "working down" to the 20g ot
level from the kilograms as well as all one-to-one measurement processes leading to the
value of the standard at hand, If sufficient precision is available, the local facility
could be handicapped by not using procedures such as those incorporated in the Pilot PIOgram
to "work down" from selected kilogram standards im their own facility. This is not to say
that all measurements must be made in this manner for such precision may be far smaller

than necessary for most routine measurement. In such cases, however, the reliance on
routine recalibrations by others becomes unnecessary when the local process is pexrfectly
capable of both monitoring and recalibrating as necessary with no significant increase ip
uncertainty.

While the precise measurement process considers the closeness of value to some even
nominal value, the closeness is only a requirement to assure "on scale" value. Generally
many users are only concerned about the extent of the deviation from nominal. This situa-
tion causes considerable confusion as to the role of the calibration laboratory, the xole
of the weight and weighing equipment manufacturer, and the role of the existing class
adjustment tolerance structure. For example, many calibration requests ask for the estab-
‘1ishment of values for the objects submitted so that someone can establish the compliance
or non-compliance with appropriate class adjustment tolerances by loocking ar a report of
calibration. Such practice directs the attentior to the assignment :0f a number generally
without regard to the uncertainty of the number and without any intention of ever using the
number after the compliance requirement has been satisfied. The mass calibration procedures
of the Natiomal Burcau of Standardo and the procedurce of the Pilot Program arc designed L;;
determine the "best" mass values for individual objects, and to provide realistic estimateg
of the uncertainties of these values, Any weight of reasonable quality which has been
calibrated by the use of these procedures is adequate for establishing .a point of reference
with sufficient precision to determine the compliance with any established class adjustment’
tolerance.

To further illustrate, figure 10 lists the accepted adjustment tolerances for the
various class weights in use in this country. The rows are in order of increasing allowed
deviation from nominal with the class designation in the columns as appropriate. While the
lack of order between the established classes may not be particularly attractive from an
esthetic point of view, these classes were established many years ago and are accepted as
adequate for a wide variety of uses. The first column lists typical precisions of measure-
ments for a set of instrumentation and a defined process (essentially a double substitution
weighing using the equipment available at the National Bureau of Standards). The second
column lists the uncertainty that might be expected from a single calibration using the
procedures of the Pilot Program. It should be apparent that a calibrated value, which is
"on scale”, will provide a reference point from which the "correction" can be stepped off
in terms of scale divisions per mass unit to establish the "on scale" location of the
nominal value far more precisely than can be established by weights from any class which
are only known to be "within tolerance". -Such practices might also be advantageous in
weighings other than those used to test weights.

The class adjustment tolerance structure provides a mechariism whereby certain types of
information can be obtained through the use of greatly simplified measurement practices.
The formulation of such a structure requires many compromises which are not always appro-
priate to the measurement task at hand. There are many subtle relationships concerming the
economics of the manufacturing of weights and weighing equipment, the genmerally avallable
precision of the equipment and processes in current use, and the factors which the user can
safely ignore and still ‘accomplish his assigned task. It may appear desirable, from the
viewpolnt of a calibration laboratory for example, to establish a universal basis for
stating apparent mass values, or to establish new classes of weights with smaller allowed
deviations from nominal, or perhaps to restrict the material for all weight sets to one
carefully controlled alloy. While such actions might simplify the tasks of the particular
calibration laboratory, they are of no particular benefit to the users, and may perhaps be
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disastrous to the manufacturers. The user has no control over the objects which must be
weighed in the course of accomplishing a certain task, therefore, the basis for stating the
value, the density of the material, and so on, are immaterial as long as the information is
specified correctly. The manufacturer, first and foremost, must serve the user by marketing
convenience at a competitive price. It is a matter of economic necessity that performance
claims and compliance with class adjustment tolerances be demonstrable by a wide variety of
measurement processes.

Certain weight classes have two tolerance limits, oné of which is designated an
acceptance tolerance, and one of which is designated a maintenance tolerance. While the
manufacturer will, in general, try to adjust the weight as close to nominal as practical,
later testing with a process of questionable precision may produce a value near or beyond
the acteptance tolerance limits. Re-adjustment is absurd if the process performance para-
meters are not well known. While maintenance tolerances are generally associated with some
sort of "wear" allowance, it is now apparent that such tolerances also serve to compensate
for the variability of measurement processes used to test the items in question. It seems
clear that refinement by compromise will omnly benefit isolated measurement areas, general
improvement in the consistency of mass measurements in all areas must be based on a complete
understanding of the measurement process. This is particularly acute since the advent of
the precise rapid weighing now generally available. The deviations from nominal of the
weights built into these instruments are far smaller than allowed by the class adjustment
tolerance structure. Further, the precision of the instruments is such that differences in
the basis for stating values is clearly discernible. Procedures which approach the evalua-
tion and usage of such equipment through the class adjustment tolerance structure are
doomed to failure from the start.

The uncertainty as determined by the Pilot Program procedures is applicable to appar-
ent mass correction as well as the mass value. The observed differences in the wvarious
weighings include the buoyant effects of the local environment. This effect is treated as
if it were a small "negative weight" being carried along with the object under test and with
a mass proportional to the displacement volume of the test object and the density of the
local environment, It can be shown that this assumption is valid relative to the precision
of the local measurement process as long as the .changes in pertinent variables in the
course of an intercomparison do not exceed certain predetermined limits. Since practical
measurement processes can never effect a complete separation between the mass of the test
object, and the buoyant effect of the local environment, some point of reference must be
clearly established to provide the basis for measurement agreement. In the early 1800's,
based on the best practices of the time, the practice was introduced whereby the mass of a
test object would be given a value, for example 100g, if it "exactly balanced" a brass
standard of 100g known wvalue in the prevailing environment, Over the years this practice
has been refined to a more precise specification for the apparent mass value, with the
added complication that every object has an infinite number of apparent mass values depend-
ing upon choice of reference material and defined environments. The mass, or trué mass
values, in the Pilot Program are defined on a basis which iz independent of choice of
material and from which the apparent mass value on any basis can be readily calculated.

The values obtained from the Pilot Program are those which acecaunt for the "negative
weight" whose value is computed from the values ‘provided for the denmsity of the weight
material and from the computed density of the local environment. These values are ficti-
tious in the same sense as the apparent mass values in that they can never be verified in
a practical measurement process. Thése values contain a systematic error which originates
in the value used for the density of the weight material, however, the magnitude of the
error becomes real only through evidence of changes in measuted mass differences which
appear to relate with the computed environment density values. In most méasurements this
effect is a second order one if the density values of the objects concerned have been estab-
lished with reasonable care. A teature of this procedure, the ability to recompute values
on the basis of better knowledge of ‘the density of the material, without repeating the
measurements, may be .a source of confusion relative to the claimed uncertainty of the value,
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Suppose, for example, the value for a given mass standard has been computed on the
basis of an assumed density A. As long as future calibrations also use the samé valye for
the density, agreement within the uncertainty band would be expected. If, however, on the
basis of further study, it was decided that B is & better value for the density of the
material, such further study perhaps being the completion of a hydrostatic weighing, or the
analysis of many measurements which exhibit a correlation between computed values and
environmental variables, the new value may or may not differ from the original value ig
excess of the stated uncertainty. Again repetitions would result in a series of valueg
which would be encompassed by the process uncertainty limits. Since the particular effecy
is only one of many which collectively establish the process performance parameters and, {n
turn the uncertainty limits, it is rather unlikely that the refinement of the value used for
the density of the material would significantly affect the uncertainty limits _immedia,tely_
If, on the other hand, the process precision becomes significantly better, or the difference
in density of the objects being intercompared increases, or the range of environmental
conditions over whi;h the measurements must be made increases, it may be mecessary to refine.
both the values used for the density of the materials, and the manner in which the density o
of the environment is computed to obtain am "in control" measurement process.

7. Surveillance Tests

Surveillance test procedures, while not directly a part of the Pilot Program, are a
part of the Pilot Program philosophy. For those who look to others for calibration service,
the problem of the continuing validity of the values contained in a report of calibration 14
ever present. Recalibration on a more or less fixed time schedule does not necessarily
provide assurance that all is as it should be, If, on recalibration, a significant change
has occurred. all measurements which have been completed in the interval are suspect. Tt iy
important to establish some sort of monitoring procedure so that gross changes can be de-
tected as soon as possible. It is recommended, for example, that immediately upon receipt
of a newly calibrated set of weights, intercomparisons should be made to werify the valueg
‘reported. This practice is perhaps contrary to policies which seemingly conserve the
accuracy of the standards through careful storage and infrequent use. While careful usage
must be emphasized, .fr.equent: usage is also necessary if a real confidence in the wvalues ig
to be established,

The calibration of an ordered set of weights by means of the Pilot Program procedures
results in a set of values which are largely based on measurements between various summa~
tions within the set. The uncertainty of the values is a measure of the ability of the
calibration process to produce identical values on recalibration. 1In other words, a recali-
bration, in the absence of real change will produce another set of values wholly within the
established uncertainty bands, and if the values are considered individually, the values
from the second calibration are no better or woxse than those from the first calibration.
Under certain ciyxcumstances, it may be desirable to average the two values and compute an
appropriate uncertainty, however nne wnonld have eongiderahly more assurance in the average
of a larger group. If the values from the second calibration are as expected, the first
values might well be retained until there is evidence of change, or until a sufficient
number of values have been established so that the uncertainty of the average reflects a
significant improvement over the uncertainty of the individual value. ’

The surveillance test procedures are, generally speaking, the calibration procedures in
reverse. Given an ordered set of mass standards and the reported values, verify by inter-
comparison of selected summations that the values are "correct” within the precision of the
local measurement process. The uncertainty of the stated value is of little consequence
unless the precision of the local measurement process is om the same order of that used to
establish the initial values for the standards. As a rule the first task is to establish a
‘measure of the precision of the local measurement process. In the absence of information
as provided by the Pilot Program, lumedlately upon recelplt of & newly calilirated set of

. weights, the local facility should start a daily measurement of the mass difference between
one weight of the set and a summation from the set of equal nominal value, using a procedure
such as the double substitution method previously described. The difference as determined
by the local measurement can be subtracted from the expected difference as computed from the
reported values to establish a residual which in turn can be plotted in the order taken

22



following the usual control chart techniques. As soon as it has been established that the
process is reasonably well behaved, the time between intercomparisons might be extended
somewhat, perhaps finally being done only as an operation prior to the use of the standards
for other purposes.

A relatively few measurements can be devised which will include all of the weights of
the set. For example, a 100g weight can be compared with the summation 100g, a 10g with the
summation 10g and so on. If after a2 few measurements have been made it appears that there
might be gross discrepancies, these should be brought immediately to the attention of the
calibration facility, Such occasions should be quite rare. After it has been established
that the local process 1s operating in a state of control as determined by the random
appearance of the collection of repeated measurements, any intercomparison which produces
a difference significantly different from that which is expected is clear evidence of change.
It is possible to identify the suspect by varylng the intercomparison procedure. For
example, if the 100g does not agree with the 100g summation, one can test the 50g against
the summation 50g, and the 30g against a 30g summation, and the 20g against a 20g summation.
From these weighings it should be possible to identify the weight which has changed and to
establish some idea of the magnitude of the change. If the change persists after cleaning,
a new valua can be assigned on the basis of this work for temporary use until it is conven-
ient to have the set checked by the calibration laboratory.

While the surveillance tests must be made with care, they can be made in a short
period of time. Additional data can be accumulated with little effort by adopting a routine
procedure whereby selected intercomparisons are made immediately prior to the use of the
calibrated weights for other purposes. Control charts provide a continuous record to verify
the constancy of the standards and to providé a basis for decisions concerning recalibration.
1t should be emphasized that surveillance tests do not verify that no changes have occurred
but rather that changes, if any, which might have occurred are not of sufficient magnitude
to be of concern relative to the local measurement process. In essence, the same procedures
are used in surveillance tests conducted in the mass laboratory at the National Bureau of
Standards.

With good estimates of the magnitude of the process performance parameters, it is
possible to compute definite limits for surveillance test procedures. Surveillance tests
at the Bureau are made with reference to these limits, and with reference to one or more
checks ageinst other standards to guard against undetected "drifting' of the entixe set.
Many sets which are submitted for recalibration are first checked by surveillance tests, If
it is established that no significant change, relative to the precision of the Bureau mass
measurement processes, has occurred, the previous values are continued in the new report.
If one, or perhaps two, ltems have changed new values are generally reported for these
items, with the previous values being continued for other items. Frequently, changes are
only apparent in the smaller weights of the set, for which new values are establighed by
the normal calibration procedures., ILf surveillance tests show that several changes have
occurred, it becomes more efficient to recalibrate the entire set.

8., Pilot Program in Operation

The Pilot Program is still essentially an experimental operation subject to “limited
expangion until the development of more efficient means for processing the data is completed.
While formal requirements for participation have not been established, certain factors must
be considered in the acceptance of additional participating facilities. Inasmuch as the
participating facilities are essentially extensions of certain portions of the mass calibra-
tion facilities of the National Bureau of Standards, these facilities should be those which
provide such services to others or those which have certain unique measurement requirements
that justify the use of such procedures to successfully accomplish the task at hand. The
participating facilities should be those who can apply the knowledge and process performance
data that is abtained from the Pilot Pragram procedures to the establishment of realistie
measurement requirements. It 18 expected that the participating facilities will agsist in
the refinement of the program by being completely objective in the interchange of informa-
tion with the Bureau and other participating facilities concerning measurement requirements
and process performance. Fach facility may be asked from time to time to provide certain
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calibration services or to evaluate certain procedures which will contribute to the estab
lishment of a consistent, largely self-supporting, mass measurement systefn which will mee
the requirements of the nation. t

There are three more or less defined phases in the adoption of the Pilot Progranm
procedures. The initial phase is essentially devoted to training, testing of equipment
and establishing a line of communications. Those facilities which are not familiar Witﬁ
the intercomparison methods of calibration will be asked to become familiar with these
methods through the use of somewhat simplified versions which-mus; be hand-computed, Durip
this phase, the starting standards must be obtained and calibrated. The suggested equipme“g
tests should be performed to establigh that all is in order prior to starting the next ghaaF
The seecond, or verification phase, consists of the several calibrations per formed by the €.
participating facility and repeated by the mass laboratory of the National Bureau of
Standards. The data from these tests provide the starting estimates of the process per-
formance parameters, a well calibrated ordered set of mass standards in addition to the
starting standards, and the starting data for suitable contrcl charts. The last phase ig
the operational phase in which the participating facility uses the Pilot Program Procedures
as necessary to conduct his dailly business. The data forwarded to the Bureau is computed
and analyzed. Lf all ,:‘._s in ordexr, the body of a report is rcturned as scomn as po,ssibl:e,'
followed by a copy of the analysis. If there are indications of loss of control, the
facility will be directed to repeat certain series, or perhaps an entire calibration, the
‘body of the report being released only when all is in order.

A typical report might be as shown in figure 11. The first part of the report, in
addition to identifying the transmission number and participating facility, identifies the
objects under test, states the basis for computing the volumes of the test objects, and
identifies the starting standards and the source for the values used as the restraint. The
body of the report states the mass value, the uncertainty, and the volume. The apparent
mass correction is listed as a convenience for certain usage. While it is not expiicitly
stated, the apparent mass value 15 with reference to normal brass {(density 8.4 grams per
cubic centimeter at 0°C) and to a defined environment with air demsity of C.0012g per cubic
centimeter at 20°C. The last pert of the report contains the explanation of the uncertainty
The participating facility is free to transcribe this report on a format of cholce subject
only to the restriction that the continuity of documentation be retained through suitable
references.

A typical analysis might consist of two sheets such as shown in figures 12 and 13,
The first part of the analysis states who the calibration is for, the date of the observa-
tions, and identifies the series, the operator, the instrument, the type of weights, and so
on, The weighing design is shown in detail. The observations are listed essentially in
the order in which they were taken. The computed obsexved differences for each weighing 1is
listed together with the residual, delta, The computed standard deviation for this cali-
bration, the long term average standard deviation, the value obtained for the check standard
and the accepted value of the check standard are listed together with the data used to com~
pute the air demsity. The second sheet lists the values obtained for the weilghts in the
particular series. The F ratio provides a test for the significance of the differéence
between the standard deviation computed for the particular series of weighings and the
accepted long term standard deviation. The DIFF/S.D. OF DIFF provides a t-test for the
difference between-the-value obtained for the check standard and the long term accepted
value. Other data might also be listed to facilitate correlation studies to determine the
effect of various variables on the total process variability.

Inasmuch as certain elements of the program require a very close relation with the
production effort of the patrticipating facilities, every effort will be made to provide
prompt service for computation and analysis, and for the recalibration of starting standards
ghould accidental damage occur. In the event of gross difficulties, consulting services
wlll be made available. Cuples of data, cuwputations, and analysis sheets will be malntalned
at the Bureau to provide revised estimates for process performance parameters, and to pro-
vide information pertinent to the evaluation of the mass measurement process performance in
various locations, From time to time, conferences will be held to discuss the results of
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studies which indicate desirable changes in procedure, to discuss areas requiring further
study, and to discuss problems concerning the acceptance of the program in lieu of con-
flicting subjective Instiuctions.

The major difference between the Pilot Program procedures and other widely used cali-
bration procedures is a clear differentiation between taking the data, or the operational
phase, and the computing of the values, or the analysis phase, The data is considered
acceptable (or the repeat of an entire series is called for) on the basis of the consistency
of the entire group of measurements. The performance of the group is compared to that of
other groups generated by the process, as contrasted to one's taking action item by item
vhile making the measurements. One of the hardest problems in adopting the Pilot Program
procedures is an almost universal tendency to prejudge data in accordance with personal
opinion frequently formulated from incomplete analysis of insufficient data sets, or in
accordance with arbitrary rules which are based on vague generalities. All data must be
accepted, except that which can clearly be rejected for cause such as an ‘unusual local dis-
turbance or obvious instrument malfunction, so that the performance parameters can reflect
the actual performance rather than the expected performance. Once realistic performance
parameters have been established for a fixed procedure, they form a basis for the evaluation
of procedural changes, environmental effects, and many othexr elements of the measurement
process. Obviously the process is not sensitive to changes from any source which does not
significantly affect the magnitude of the performance parameters.

While the use of procedures, such 4s are lncorporated in the Pilot Program, imvolves
an increased effort in the measurement process, the benefits are many. The procedures
provide a means to utilize the full capabilities of the mass measurement processes now
available. Measurement decisions can be based on realistic estimates of the .uncertainty of
the stated value. The accumulative records in notebooks or control chart form provide ir-
refutable evidence of process performance. ILf the correlation between the records and the
process is ever in question, the validity of the records can be demonstrated almost at will.
All facilities which adopt the procedure will have a common basis for discussion in mass
measurement problems. The Pilot Program procedures should not lead to a race for the
smallest uncertainty. Values for the same object from two sources in which the uncertain-
ties do not overlap is a clear indication of lack of realistic control by one or both of the
facilities involved. The emphasis of the program is om the total performance of the
measurement process, and 1f one is not able to repeat values for his own standards such as
the check standards within the predicted limits, he is mot in .a position to do such work
for others,

This paper is presented as a general descxiption of au objectlve approach to the
measurement problem. Many points which are mentioned will be discussed in much greater
detall in papers to follow, written by those who arxe considerably more knowledgeable in
their respective areas than I. The Pilot Program for mass measurement, having been con-
ceived something less than a year ago, reflects the efforts of many peoplc acroas the
country who are actively interested in an objective approach to measurement problems, . The
assistance of J, M. Cameron, extending over several years, has made such a program possible.
The participation of the Calibration Laboratory of White Sands Missile Range, the Navy-
Eastern Standards Laboratory and the Calibration Laboratory of Redstone Arsenal is
acknowledged, The cooperation and suggestions of Mr, Gordon Anderson of White Sands Missile
Range aare particularly acknowledged., At the present state of development, the Pilot Program
is a joint product of the Statistical Engineering Laboratory and the Mass and Volume Section
of the National Bureau of Standards.,
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FIGURE & Weighing schedule through four echelons at the one kilogram level
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Nominal Mass Values
{lst Series)

OBSERVED
Ko K Kg, Kg, DIFFERENCE
+ - 01
+ - 02
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(2nd Series)
ke KoK
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* - 0,4
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* - 01a
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* - 0,8
FIGURE 5 Welghing schedule of figure 4 separated into appropriate series

for each of four schedules.
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Nominal Mass Values

Ke, Kg, 1kg 500g 3005 200 100s 1005° 50 30g. 205 105 105 ¢
+

+

+

+ -
+ - - -
+ - - + -
+ - - + = -
+ - - ~ +
+ - - + - - -
+ - - - + + +
+ - - - - -
+ - -
+ - - - -
+ - - -
+ - - -
+ - - + -
+ - - -
+ - - + -
+ - - - +
+ - - -
+ - -
+ - -
+ - -
Notes: \
1. Single asterik designates standards of known wvalue,
2. Double asterik designates 'check" standards,
3. C 1z .extra 10g weight needed to "close" the design 1llustrated,
4. All other weights are from the set being calibrated,

FIGURE 6 Welghing schedule for omne kilogram to ten grams
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Nominal Mass Values

Ki, Kg, 1kg 500g 300 2005 1005 1005* 505 30g 20g 10g 108 ¢ 3?2;‘?‘;5‘;“
* - 0,
+ - 0,
+ - - - 0,
+ - 0,
* 0T %
+ - - - o,
+ - - + - 0,
+ - -+ - - - 0,
+ - - - + 0y
* N ) + N b N O
+ - - - + o+ o+ 0,
+ - - - + o+ o+ 0,
+ " - - N B 0a
+ - - 0,
+ ) - - b 05
+ - " - - Ois
- - 4 - 0,
+ - = 4 - 0,6
= - -y 0,4
+ - - + - 0a0
- - + °a1
+ - - - ¥ 0,0
+ - T - 0za
+ i - 024
+ - - Oze
+ - - Oz

Notes:
1. Single asterisk designates standards of known value.

2. Double asterisk designates "check™ standards.

3. € is extra 10g weight needed to "close' the design illustrated.

4. All other weights are from the ser being calibrated.

FIGURE 6 Weighing schedule for one kilogram to ten grams
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Nominel Mass Values

Kgl ¥z, 1% 2% 3k 5% 106** 10k 20k 201" g’iﬁﬁﬁgu
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- - - o,
- . + o
+ - - - + 0,
- + - - + o
- - + - + o
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- - » N
+ - - = + 0,
- * -t F Qo

- + - - * O

* * * B 0,2

+ + + - o,

* - 01 &

+ + + + - 05

+ + - 06

+ + + * - 0,

+ + + + - 0,

+ - 019

+ + + + - ‘020

Notes:
1. Single asterisk designates standards of known value.
2. Double asterisk designates "check'standards or "fill-in" weights to complete
series,
3. All other weights are from the set being calibrated

FIGURE 7 Weighing schedule for one kilogram to ten kilograms
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Nominal Mass Values
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Single asterigk designates standards of known wvalue.

Double asterisk designated 'check"standards or "f£ill-in" weights to complete
series.

All other weights are from the set being calibrated

FIGURE 7 Weighing schedulé Lox vne kilogram to ten kilograms
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NBS ‘ LIMIT FOR DEVIATION FROM NOMIMAL VALUE
MASSV"MEASUREMENT (METRIC WEIGHT)
Typical |Typlcal | ON APPARENT MASS BASIS
Precision | Uncertainty]
at [ of
Nominal| ¥Nominal Stated
Value Load Value (Class designations parenthesized)
, @ [ (& (D] @ | @ @ [m
25 kg | 62 mg {125 mg 1.2 gl 4.5 g
20 2.5 mg| 18.0 mg {50 100 120 mg| 200 mg; 400 mg| 600 mgy 1.0 | 3,8
10 1.5 12.0 25 50 80 100 200 400 500 mg| 2.2
5 1.5 9.5 12 25 50 50 100 250 | 250 1.4
3 1.5 6.4 1 7.5 L5 - 30 60 - | 150 1.0
, (s-1) | (4,B) @ | @
2 5.0 5.0 10 20 30 40 100 150 750 mg
1 .060 11 2.5 5 10 20 20 50 | 100 470
(®) {4,B)
500 g | .060 .081 1.2 2.5 5.0 10 14 30 70 300
300 .060 .073 .75 {1.5 3.0 6 - 20 - 210
200 .013 .073 .5 1.0 2 4 8 15 40 160
100 .013 .0154 .25 .5 1 2 6 9 30 100
50 L0074 . 0090 .12 .25 .6 1.2 4 5.6 20 62
30 .0074 0129 074 ) .15 W45 .90 - 4.0 - 44
20 0074 .0123 074} .10 .35 .70 2 3.0 10 33
a0 (s)
10 .0074 .0087 L0501} .074 } .25 .50 1.5 } 2.0 7.0 21
@ | (4,B)
5 ,004 .0050 034 .054 | .18 .36 1.3 1.0 5 13
3 .004 .0070 L034) .054 | .15 .30 .95 - - 9.4
' _ »8 | @
2 .004 .0067 .0344§ .054 | .13 .26 . .75 3 7
1 004 .0047 034 .054 | .10 .20 4 .5 2 4,5
500 mg .0007 .0024 .010( ,025 | .08 .16 .3 .38 .51 3
300 .0007 .0018 ,0107 ,025 | .07 .14 - .3 - 2.2
200 .0007 .0014 .010 .025 .06 .12 .14 .26 .7 1.8
100 ,0007 .0009 .01071 .025 .05 .10 .10 .20 .5 1.2
. @1,3) | (A,B) (P)
50 .0007 0006 WOL0L (014 | .042 .07 .085) .16 .35 .88
30 .0007 .0011 0101 014 .038 - 075 14 - 1 .68
20 .0007 ,0011 010} 014 | .035 .04 .07 .12 .2 .56
10 ,0007 .0008 0101 .014 | .030 | .030| .06| .10 150 .40
(A,B) | (s-1) ,
5 .0007 .0006 .0104 .014} .02 .028 .055| .08 .1
3 .0007 .0011 .010] 014 - .026 .052| .070 -
v _ @ | ® | © 1 @
2 . 0007 .0011 .010{ .010 .014 .025 .0501 .050 .060
1 .0007 .0008 010 .010 | .014 | .025 .050 .05¢ % .050
.5 .0007 .0006 .010} .pl0 .014 .025
A3 .0007 L0011 .010 - .014 .025 |
.2 .0007 .0011 010 .010 | .0l4 .025
.1 .0007 0008 .010| .010 | .014 .025
.05 L0007 .0006 .010f .010 | .0l4 .025
FIGURE 10 Mass Standard Class Adjustment Tolerance Schedule
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PII.OT PROGRAM NUMBER 3047/212.31
TRANSMISSION NUMBER NBS 000

1400 APRIL

REPORT OF CALIBRATION NUMBER 3047/212.31

WSMR

ITEM: SET OF MASS STANDARDS 1 KG TO 100 6 DESIGNATED SET SS<Bs
SET OF MASS STANDARDS 50 & TO t G DESIGNATED SET SS5-A.
ALL WEIGHTS STATED TO BE MADE OF STAIM.ESS STEEL,’
DENSITY 8.027 G PER CM3 at 20C.

THE ABQVE ITEMS HAVE THE VALUES SHOWN BELOW BASED ON COMPARISONS
AT WSMR AGAINST NATIONAL REF STDS NS1 KG1 AND NS 1 KG2

MASS
G

1 000.006
500 «002
3004002
200.000
100001

S0 .000
30000
20 «000
10.000
5000
3.000
1 «999
1.000

151

388

172
809
027
446
244
196
139
029 8
042 9
995 1
012 5

UNCERTAINTY VOLUME
& PLUS/MINIS cM3
0.000 110 1244580
0.000 066 624290
0-000 103 34.374
0.000 099 24916
0.000 071 124458
04000 036 64229
0.000 032 3.737
04000 023 2491
0000 019 1245
0000 009 7 0-622
04000 008 6 0.373
0.000 007 4 0249
0.000 005 0 0.124

s8

APP MASS CORR
TO NOM. MG

“0+334
=0+.854
Q227
=0 « 488
04378
0120
0.050
O.¢.°6 6
0.074
-0.002 35
0.023 5
=0.017 9
0006 O

THE UNCERTAINTY FIGURE 1S AN EXPRESSION OF THE OVERALL
JNCERTAINTY USING A 99% CONFIDENCE LIMIT FOR THE POSSIBLE EFFECT
¥ RANDOM ERRORS OF MEASUREMENT ADDED TO AN ALLOWANCE FOR THE

INCERTAINTY OF THE STARTING STANDARDS-

JITHER SOURCES ARE ASSUMED TO BE NEGLIGIBLE.

IND OF REPORT

FIGURE 11

SYSTEMATIC ERRORS FROM

Typical Pilot Program Report
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WHITE SANDS MISSILE

TEST NO.3047/212.3

38

SETS §§-8,55-A

1.03088659
0.94335849
096150000
0.96149999
0.96149999
1.07522580
1.21946341
0.9900594}
0.92588888
0.98035294
0.

0.

0.

0.

D.

0.

0.

0.

0.

ACCEPTED S.D.

0.32399999

SERIES 2 62C BAL.10KG STAINLESS STEEL 5-12-65 STILES
5 3 2 1 STD1 SUML
+ - - + - Al
+ - = - A2
+ - = =% A3
+ - - + - A4
+ - - - + AS
+ - = - + Ab
+ - - - A7
+ - - A8
+ - - A9
+ - - Al0
OBSERVATIONS
0. 14,900 Qe 0. 5.200 O«
Oe 15.700 . [e )% 5,100 O.
0. 15.100 Q. 0. 4,700 0,
C. 15.400 0. Q. 5,000 Q.
' 15.200 Q. O. 44800 28
De 15.000 Oe 0. 5.700 O.
Oe 12.300 O. O. 4,100 G.
0e 13.800 Os 0. 3,700 0.
Q. 14.000 Os Q. 3.200 O
0. 14,000 0. O. 3.800 O
4,700 O. 14.700 5,200 o 14.900
44000 O 15.500 5.100 O. 15.700
4.800 0. 15.100 4,700 O. 15.100
5.200 Q. 15.300 5.000 C. 15.400
5.200 Oa 15,400 4.800 [L) 15,200
5.300 0. 14.900 5.700 0. 15.000
4.300 Q. 12.300 4,100 0. 12.300
44300 0. 14.300 3.700 . 13..800
4.000 O 13.200 3.200 Oe 144,000
4.000 0. 13.600 3.800 e 14.000
AlTY QELTA
-0.351741 0.€99301
-0.653233 ~0.130407
G.050249 -0.116050
0.050249 0.264404
D«301492 0.C63409
~0.251243 ~0.180656
0100497 ~0.
0.552735 0.251243
Q. -0.229708
-0.100497 ~0.021535
SUM OF SQUARES D.Fe OBSERVED S.D.
0.26325387 5.00000000 0.22945756
VALUE OF STD ACCEPTED VALUE DIFF/S.D.OF DIFF
0.28257680 Ce 2.20908606
T P HeRa
20.00000000 647.27599335 0,00830000
AIR DENSITY TV VOL OF SUM
1.02082933 294.62672806 12.82067633
FIGURE 12 Typical Pilot Program analysis - Sheet 1



WHITE SANDS MIS

SILE

TEST NO.3047/212.3

SETS S5~B,S55—-A

SERIES 2 62C BAL.1OKG STAINLESS STEEL 5-12-65 STILES
WT CORR S.D. v
500.00 §.73517227 0.13838308 64.10329914
300.00 3.47627735 0.19049205 38.46198416
200.00 2.40126657 0.180155693 25.64133334
160. 00 0.89555192 0.12791570 12.82062769
100.00 0.28257680 0.12791570 11.91770649
100,00 1.27600610 0.12791570 12.82067633

OBSERVED $.D. ACCEPTED S.D. F RATIO F.05

0.22945756 0432399999 0.50 3.02
SUM OF SQUARES D.F. VARTANCE
0.26325387 5 0.05265077
N— S PREVIOUS TOTALS
§S= DeFoe= VAR= NEW SeDe= sesssscscvsnen

VALUE OF STD ACCEPTED VALUE
0.28257680 0.

DIFF/S.D.OF DIFF
2.20908606

memmemtm==s PREVIOUS TOTAL N=ceaceo

wmmeome——e NEW TOTAL N¥l=eeesee

“m—mmeees—— NEW AVERAGE

T P HeRa
20.00000000 647.27599335 0.00830000
AIR DENSITY | VOL OF SUM

TV
1.02082933 294.62672806 12.82067633

FIGURE 13 Typical Pilot Program analysis - sheet 2

39

8, COVERNMENT PRINTING OFFICE ; 1968—301-023/77



